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A novel method for characterising the full spectrum of deuteron ions emitted by laser driven multi-species ion
sources is discussed. The procedure is based on using differential filtering over the detector of a Thompson
parabola ion spectrometer, which enables discrimination of deuterium ions from heavier ion species with the
same charge-to-mass ratio (such as C6+, O8+, etc.). Commonly used Fuji Image plates were used as detectors
in the spectrometer, whose absolute response to deuterium ions over a wide range of energies was calibrated
by using slotted CR-39 nuclear track detectors. A typical deuterium ion spectrum diagnosed in a recent
experimental campaign is presented, which was produced from a thin deuterated plastic foil target irradiated
by a high power laser.
I. INTRODUCTION
Techniques for accelerating ions employing high power
lasers are currently attracting considerable interest,
thanks to the rapid progress in laser technologies over
the past couple of decades. With currently accessible in-
tensities (in excess of 1020 W cm−2) of short pulse lasers,
ions can be accelerated to high energies (up to several
tens of MeV/nucleon) with promising beam parameters
for several potential applications in science, industry and
healthcare1–3. A number of acceleration mechanisms,
such as Target Normal Sheath Acceleration (TNSA)4,5,
Radiation Pressure Acceleration (RPA)6–9, Break-Out
Afterburner (BOA)10,11, are objects of intense investi-
gation both experimentally and theoretically in order to
improve the beam parameters.
a)Electronic mail: s.kar@qub.ac.uk
Laser accelerated ion beams from solid targets are typ-
ically multi-species, either due to the chemical composi-
tion of the target material or due to the layer of con-
tamination over the target (typically composed of wa-
ter vapour and hydrocarbons)12,13. One of the diagnos-
tics commonly used to characterize these beams is the
Thomson Parabola Spectrometer (TPS)14,15, which has
the unique ability to energy resolve the ion spectra while
discriminating ions with different charge-to-mass ratio.
In a typical TPS (Fig. 1), a pencil beam of ions, se-
lected by the pinhole located at its entrance, travels
through regions of parallel magnetic and electric fields,
applied transversely to the beam axis, before reaching
the detector plane. With reference to fig. 1, the magnetic
field determines the position of the ions along the y-axis,
depending on their energy per nucleon (W ) (or longitu-
dinal velocity (vz)), while the electric field deflects the
ions along the the x axis according to their charge(q) to
mass(m) ratio. Assuming that the inhomogeneities of the
fields are negligible and that the ion energies are not rel-
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FIG. 1. (a) Schematic of a typical TPS with regions of static
magnetic and electric fields for energy dispersion and separa-
tion of ion tracks with different q/m ratios, respectively, as
shown in (b). A set of filters were used over the detector in
order to discriminate lighter ions from the overlapping heavier
species with the same q/m ratio.
ativistic, particles with given q/m will lay on a parabolic
trace on the detector plane described by the expression
y2 =
q
m
B20
E0
LB1
2 (LB1/2 + LB2)
2
LE1 (LE1/2 + LE2)
· x (1)
where E0 and B0 are the electric and magnetic fields,
LB1, LB2, LE1 and LE2 are the dimensions of relevant
sections of the TPS as labelled in Fig. 1. Since the lo-
cus of the parabolic ion traces produced by the TPS is
a function of the charge-to-mass ratio (q/m) of the ion
species, the traces of the species with the same q/m will
overlap at the detector plane, preventing their spectra to
be characterised. This is a fundamental limitation of a
TPS when employed in high intensity laser plasma ex-
periments, where several ion species around the interac-
tion region are simultaneously accelerated to high ener-
gies9,11,16. Examples of fully ionized ions with the same
q/m ratios which are typically observed in laser-plasma
experiments are D+, C6+ and O8+ (q/m=1/2) and C3+
, O4+ (q/m=1/4). Characterization of the overlapping
ion species individually is in many cases important not
only in order to understand the underlying acceleration
mechanism, but also to facilitate the analysis of any
data obtained from secondary processes involving these
ion species. This is the case for laser driven deuterium
ions (D+)17,18, which are being used to explore the po-
tential of compact, laser-based sources of neutrons19–21
with possible applications in science22, industry23,24, se-
curity25 or healthcare26. The most commonly used tar-
gets to produce energetic beams of D+ ions are deuter-
ated plastic foils, and a direct measurement of the D+ ion
spectra with a TPS is non-trivial due to the overlapping
C6+ and O8+ ions from the target bulk and contaminant
layers.
Discrimination of D+ ions from the overlapping heavier
ions can be achieved by filtering out the heavier ions be-
fore reaching the detector, for instance, by using a metal
foil of appropriate thickness which can preferentially stop
heavier ions. This is possible as, along a ion trace corre-
sponding to a given value of q/m, all the ions will have the
same energy per nucleon at any given point of the trace.
In principle, heavier species can therefore be prevented
from reaching the detector by exploiting differences in
stopping power of the different ions, if a suitable filter
can be selected. However, using a metal foil with a sin-
gle, fixed thickness in front of the detector may not be
sufficient to recover the full D+ spectrum, depending on
the energy range covered by the TPS. Therefore, a pos-
sible solution is to filter differentially different sections of
the ion trace on the detector.
In this paper, we report on the characterisation of the
complete spectrum of D+ ions generated from a laser
solid interaction by employing a differential filter (DF)
over FUJI image plate detectors27, which are commonly
used in such experiments. The paper is organised as fol-
lows. After a brief description of the experimental setup
in section II, section III describes the concept of differ-
ential filtering and the design used in the experiment.
Section IV reports the absolute calibration of the image
plate detector for D+ ions over a wide range of energies,
which was obtained in a single shot by using slotted CR-
39 nuclear track detectors placed over the image plates.
Finally, a typical D+ spectrum is shown in section V,
which was obtained by the analysis of a typical TPS data
from the experiment.
II. EXPERIMENTAL SETUP
The experiment was carried out at the Rutherford Ap-
pleton Laboratory (RAL), STFC, UK by employing the
petawatt arm of the VULCAN laser system. The data
presented in this paper were taken by irradiating the
laser onto 10 µm thick deuterated plastic (CD) foil tar-
gets. Using a f/3 off-axis parabolic mirror, the laser was
focussed down to ∼ 6 µm full width at half maximum
spots on the target, delivering peak intensity in excess of
1020 W cm−2. The ions accelerated by the interaction of
the intense pulse with the CD target were diagnosed by
employing several TPSs, at different angles with respect
to the laser axis.
As discussed before, such interaction produces a multi-
species ion source of broad energy spectrum. Therefore,
the accelerated deuterium ions were discriminated from
the heavier ones with the same q/m value (such as C6+,
O8+, etc. present in both the target bulk and contami-
nant layers) by using differential filtering in front of the
detector of each TPS. The DF (as discussed in section III)
was attached to a frame which was directly screwed onto
the detector drum of the TPS, and served as a clamp to
hold the detector plate (see Fig. 1). In this configuration
the position of the DF always remains fixed with respect
to the TPS, which is crucial for filtering ions in specific
energy bands. BAS-TR imaging plates (IP)27 were used
as detectors. The IPs were wrapped with 6 µm thick Al
foils to avoid their exposure to ambient light after irra-
diation.
3In the shots taken for image plate calibration, slot-
ted CR-39 track detectors28 were placed between the DF
and the IP. The CR-39s were slotted uniformly along the
energy-dispersion axis in order to select small parts of
the ion tracks for absolute particle counting. More de-
tails about the technique will be discussed in section IV.
III. DESIGN OF A DIFFERENTIAL FILTER (DF)
As discussed before, tracks of ions with the same q/m
value overlap on the detector, where the particles at a
given point of the track share the same energy per nu-
cleon. This allows using a metal foil of suitable thickness
to stop the heavier ions while allowing the lighter ions
to pass through due to the higher stopping power of the
heavier ions. However, due to the broad energy spectrum
of the ions produced in such experiments, a single filter
cannot be used across the full spectrum, as the given filter
foil would either be too thin to filter the heavier ions at
higher energies or too thick to let lower energy deuteron
ions to pass through. The design of a differential filter is
based on using several filters of suitable materials and/or
thicknesses in different regions of the detector, set along
the energy dispersion axis of the detector. The require-
ment in this case is that for each zone, with boundaries
defined by a pair of Y coordinates (y1, y2), such a filter
should be capable of stopping the heavier ions reaching
the detector plane within this region.
It is to be noted that a DF has to be designed specifi-
cally for a given TPS and for the ion species under con-
sideration, as those are the parameters that defines the
energy of the ions to filter at each point of the detector.
In this paper we discuss filtering of C6+, O8+ions in or-
der to obtain a clean track of D+ on the detector. In
the experiment, the TPS was setup (with B0 = 0.988 T,
E0 = 11 kV/cm, LB1 = 50 mm, LB2 = 407 mm, LE1
= 150 mm, LE2 = 307 mm) to diagnose D
+ ions from
∼1 MeV/nucleon up to several tens of MeV/nucleon,
spread over 55 mm along the energy dispersion axis of the
detector. Considering the energy dispersion of the D+
and C6+ ions, the 55 mm detection window was divided
into 4 regions, where a suitable filter could be found for
each region. The filter foils for each region were selected
by considering the stopping power of both deuterium and
carbon ions, obtained via SRIM simulations29, as shown
in Fig. 2.
The set of four filters was selected to cover the en-
tire energy range of D+ ions detectable by the TPS as
listed in Table I. It is to be noted that the choice of filter
materials and thicknesses were based on their availability
during the experiment. Other materials of suitable thick-
nesses can be found for similar performances, however,
higher Z and thinner foils would be preferred in order to
decrease lateral straggling of ions due to multiple small-
angle scattering inside the filters, which may reduce the
energy resolution of the diagnostic. The filters can be as-
signed to energy bins far from their filtering limits, which
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FIG. 2. Graph showing transmitted vs. incident energies
for deuterium (solid) and carbon (dashed) ions for 25 µm
(blue) and 70 µm (red) aluminium foils, respectively. The
grey blocks represent the regions selected for filtering carbon
ions from the low energy part of the deuterium track using
the two filters.
was the case in our experiment. Overall, slight variations
around the thickness and size of the chosen filter is ac-
ceptable, making the filter selection and DF deployment
easier.
Material Thickness ED,min ED,max
(µm) (MeV/nucleon) (MeV/nucleon)
Al 25 1.1 2.2
Al 70 2.3 4.8
Fe 125 4.85 10.3
Cu 250 10.5 30.0
TABLE I. The four foils selected for the DF used in the ex-
periment for different energy bins of D+ ions in order to filter
carbon and heavier ions
Finally, in order to construct the DF, the energy
bounds for each of the energy bins were converted into
corresponding y coordinates on the detector by tak-
ing into account the energy dispersion of the TPS. A
schematic of the DF used in the experiment is shown in
the Fig. 3, along with typical data obtained in the cam-
paign.
As can be seen in Table I, a small gap was kept be-
tween the selected energy bins, corresponding to ∼1 mm
gap between the filters over the IP. The gaps between
the filters were made not only to check the filter perfor-
mance, but also to identify the location of different filters
from their shadows in the scanned image of the IP. One
can notice the abrupt increase of the signal in the ion
trace corresponding to q/m=1/2 and the appearance of
other ion species tracks (such as C5+, O7+, etc.) in the
gap between consecutive filter sheets (Fig. 3c). This is
evidence of the effectiveness of the DF design used in the
TPS for isolating deuterium ion spectra from the other
ion species with the same q/m value.
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FIG. 3. (a) Schematic of a DF design used in the experi-
ment. (b) shows typical raw data obtained in the experiment
using the DF shown in (a). (c) shows a zoomed-in view of a
small region in the data (as marked by dashed square in (b))
highlighting the abrupt increase in signal of ”D+ track” and
appearance of other ion species in the gap between two filter
foils.
IV. CALIBRATION OF IP RESPONSE TO ENERGETIC
DEUTERIUM IONS
Once the carbon and heavier ion species have been
filtered from the D+ track by using the DF, the num-
ber of deuterium ions incident on the detector need to
be calculated using the detector response (in our case
IPs). The IP detectors are based on the principle of
photo-stimulated luminescence (PSL)27. When ionising
radiation is incident on the phosphor layer of the IP
(usually europium-doped barium fluorohalide phosphor),
electrons are excited to higher energy levels in the crys-
tal lattice where they remain in a metastable level un-
til stimulated by a secondary illumination of appropriate
wavelength. An accurate theoretical response function of
the detector is difficult to obtain due to the complexity of
the mechanism of electron excitation and degree of trap-
ping as a function of the type and energy of the incident
ionising radiation. For this reason, a direct calibration
method was performed to calibrate the IP response for
deuterium ions. The calibration curve refers to a rela-
tionship between the PSL signal produced in the IP per
incident particle versus the energy of the particle at the
detector.
The calibration method, as used previously by several
groups30,31, involves using CR-39 nuclear track detectors
to compare the PSL signal obtained from the IP with the
number of tracks produced in the CR-39. This method
provides an absolute ion calibration, as each track pro-
duced in the CR-39 refers to a single ion. To obtain the
IP response for a range of ion energies, a piece of CR-39
having closely spaced slots carved along the IP energy
dispersion axis (as shown in the Fig. 4) was placed in
front of the IP32. The slotted CR-39 was used after the
DF, ensuring that only the D+ ions are exposed to the
DF CR-39 IP 
FIG. 4. Example of the setup used for the BAS-TR IP cal-
ibration, showing experimental results from both the CR-39
detector and the image plate.
CR-39. Several data sets were collected by employing
this setup in different TPS used in the experiment, where
each set of CR-39 and IP data provided 4-5 data points
towards the calibration curve. The methods employed
for obtaining the calibration curve from the experimen-
tal data are discussed below.
A. Track counting in CR-39
In order to develop the ion tracks for counting, the CR-
39 pieces were etched in 6M sodium hydroxide (NaOH)
solution at a temperature of 85 oC. Etching was done for
short periods of time (typically 5-10 mins), depending on
the incident flux of particles on the CR-39, to avoid over-
lapping of ion tracks. In order to facilitate track count-
ing, sets of pictures of the front surface of CR-39 were
taken using an optical microscope with a 20× objective.
The number of particle tracks at any given location was
then counted by using the ’particle analysis’ subroutine
of ImageJ33 software. The accuracy of this method was
cross-checked by counting the tracks manually for several
cases, which showed differences smaller than 5% in every
case.
B. Estimation of IP signal incorporating PSL fading
The IPs were scanned using a commercial IP scanner
(Fujifilm FLA-500027) with 16-bit dynamic range and
25 µm × 25 µm pixel size, which was converted from
the scan value (or quantum level (QL)) to PSL using the
formula given by the manufacturer34
PSL =
(
R
100
)2
× 4000
S
× 10L×
(
QL
2G−1−
1
2
)
(2)
where R = 25µm is the scanning resolution, S = 5000
is the sensitivity of the scanner, L = 5 is the latitude or
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FIG. 5. Experimentally measured PSL signal per unit area
for different delayed scanning times are shown for the BAS-
TR IP, while using 25× 25µm scanning resolution. The solid
line represents the fading curve, which is the best fit to the
data points.
level and G = 16 is the bit value of the dynamic range of
the image.
Due to the spontaneous decay of excited electrons from
their metastable state, energy stored in the IP decays
over time after the irradiation. As shown by several au-
thors31,35–37 the fading of the IP signal can be describe
by different rates of decay, form a very fast decay over
several tens of minutes after the irradiation to a signifi-
cantly slower rate of decay lasting for days. The fading
has usually been investigated by exposing the IP to ra-
dioactive sources (e.g. alpha, gamma) for a period of
time ranging from few minutes to tens of minutes and
scanning it after the exposure. Although this method is
rigorous in describing the slow rate of decay, it does not
allow sufficient accuracy for the measuremnt of the de-
cay rate promptly after the irradiation. Moreover, it is
likely that the fading rate close to the time of irradiation
can vary significantly depending on several factors such
as the PSL signal strength at the time of exposure, du-
ration of ionising radiation source, type of image plate,
etc.
In order to overcome these factors, the decay charac-
teristic of the BAS-TR image plate was studied exper-
imentally by exposing the IP to a laser driven pulsed
X-ray source of ns burst duration, employing TARANIS
laser facility at the Queen’s University Belfast, UK. Small
pieces (few mm × few mm) of BAS-TR IP were placed
at a given distance from a laser target in order to illu-
minate the IPs to a spatially homogeneous X-ray beam,
while producing equivalent level of PSL as obtained by
the ions in our experiment. After the exposure, the im-
age plates were scanned at different times ranging from
few minutes to few hours after the exposure. As shown
in Fig. 5, PSL signal suffers a rapid decay in the first half
hour after the exposure, followed by a significantly slower
decay over several hours. Although the trend of the fad-
ing curve broadly matches the measurements taken by
other groups (see the references 31,35,36), the agreement
is best for long fading times of the order of hours.
In our case the TPS were placed inside the main in-
teraction chamber, which was kept under vacuum during
the interaction. This caused a significant delay in scan-
ning the IPs after the irradiation, which ranged between
30 minutes up to 2 hours for different shots. Therefore,
instead of obtaining a calibration curve in terms of PSL
per ion at the time of exposure (i.e. t = 0), it was decided
to set the reference time at t = 30 minutes after irradi-
ation, which is a typical time required for retrieving the
IPs from the vacuum interaction chamber for scanning.
Based on the data shown in the Fig. 5, the PSL signal
at the said reference point of time, i.e. 30 min. after
exposure, was estimated by the empirical formula
PSL30 =
(
30
t
)−0.161
PSL(t) (3)
where PSL(t) represents the measured PSL signal ob-
tained from the IP scanned ‘t’ minutes after the irradia-
tion.
C. Energy transmission
As mentioned earlier, a calibration curve refers to the
signal produced per ion as a function of ion energy per
nucleon reaching the IP (WIP). Due to the use of the
DF before the detectors in our case, the energy of deu-
terium ions incident on the IP/CR-39 at any given point
of the ion track was different from that defined by the
TPS energy dispersion. Therefore, for each data point
obtained for the calibration curve, the energy of the D+
ion on the image plate, after passing through the DF,
was calculated by using SRIM simulation29, as shown in
Fig. 2 for the first two filter layers.
Employing the methods discussed in the subsections A-
C, the PSL30 per incident particle was obtained for sev-
eral different D+ energies at the IP, as shown in Fig. 6.
The calibration data points were obtained over a wide
range of PSL values on the IP, which were divided into
two groups depending on the signal strength, given by
0.02-0.08 PSL/µm2 and 0.08-0.2 PSL/µm2 in Fig. 6, cor-
responding to low and high particle fluxes, and they are
consistent with previous works38. It can be seen how
both groups follow the same calibration function, which
implies linear response of the Image Plate with respect to
the flux for the signal levels in our experiment. In terms
of the ion energy, the PSL signal per particle for lower
energy ions increases linearly with the incident ion en-
ergy, whereas it decreases slowly, following a power law,
for higher energy ions. This behaviour of IP response can
be crudely explained on the basis of the finite thickness
of the IP active layer and the Bragg peak energy deposi-
tion process for ions. The empirical calibration function
thus obtained by the best fit to the data points is given
by Eq. 4.
6PSL30/D
+ =

0.1754 WIP WIP < 0.931 MeV/n
0.1563 W−0.4363IP WIP ≥ 0.931 MeV/n
(4)
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FIG. 6. Absolute response of BAS-TR image plates to deu-
terium ions, correlating the PSL on the IP per incident D+
ion for different D+ energies on the IP. The data points are
divided into two groups depending on the PSL signal on the
IP, which shows the validity of the calibration over a range
of ion flux from ∼ 0.01 ions/µm2 to a few ions/µm2 on the
detector.
where, WIP represents the D
+ ion energy reaching the
IP. Although Fig. 6 shows the calibration for D+ ions
with energies up to 4 MeV/nucleon, Eq. 4 can be used
to obtain D+ spectra up to significantly higher energies
while using DF, as the DF tends to slow down the ions
before reaching the IP.
V. ANALYSIS OF A TYPICAL DEUTERON SPECTRUM
Once the calibration function had been obtained, it
was used to analyse the D+ spectrum obtained in the
experiment. As an example, a typical spectrum obtained
along the target normal axis has been analysed (Fig.
7). This spectrum corresponds to the interaction of a
Petawatt laser pulse with a thin (100 nm) deuterated
plastic (CD) target, using the same laser parameters as
mentioned in section II.
In the case of the data shown in Fig. 7, the IPs were
scanned ∼140 minutes after the irradiation and the signal
was then re-normalised to the PSL value at the 30 min
reference time (PSL30) using Eq. 3. The ion tracks were
measured from the parabola on the IP, and background
was subtracted by using the PSL values at the regions
near the track. For each point on the ion track, the ener-
gies of the ions at the image plate were calculated taking
into account the energy dispersion of the TPS and the
transmission prperties for each filter obtained by SRIM.
Finally, the number of D+ ions for each energy was re-
covered using the calibration function given by the Eq.
4.
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FIG. 7. Graph shows typical spectra for laser accelerated D+
ions obtained in the experiment, together with the detection
threshold of the diagnostics due to noise level of the detec-
tor. Dotted lines in the ion spectrum correspond to missing
spectral information in the regions between adjacent filters.
VI. CONCLUSIONS
In conclusion, a novel technique to obtain the spec-
trum of ion species over a broad energy range by re-
moving overlapping traces in a Thomson parabola ion
spectrometer is demonstrated. This method is based on
differential filtering across the full range of energies pro-
duced, by which the lightest of the overlapping ions can
be discriminated. The technique can also be applied for
filtering proton track in a magnetic spectrometers, or, to
filter high energy part of an ion spectrum in the region
where several ion tracks are merged due to insufficient
track separation. The method was employed in a recent
experimental campaign to diagnose the deuterium spec-
trum obtained from the interaction of a high power laser
with deuterated plastic targets, which produce a multi-
species ion source, with a number of ion species (such
as D+, C6+, O8+, etc.) sharing the same q/m value.
In addition to the D+ spectrum obtained using DF, the
BAS-TR image plate was absolutely calibrated for D+ re-
sponse against CR-39 detectors over a broad spectrum.
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